RESPIMAT® PREPARATION: ONLY BEFORE FIRST USE

1. Keep the cap closed.
   Press the safety catch and pull off the clear base.

2. Keep the cap closed.
   Insert narrow end of cartridge into inhaler.
   Place inhaler on a firm surface and push down firmly until it clicks into place.

3. Keep the cap closed.
   Replace the clear base.

4. Keep the cap closed.
   Turn clear base in direction of the arrows on label until it clicks.

5. Open the cap until it snaps fully open.

6. Point Respimat® toward ground and press the dose release button.
   Close the cap.
   Repeat steps 4–6 until a cloud is visible.
   After a cloud is visible repeat steps 4–6 three more times.

For more details please refer to the package leaflet of your Respimat® product.

Unique mist, reliable delivery.